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ABSTRACT The shear ﬂow dynamics of reversible red cell aggregates in dense suspensions were investigated by ultrasound
scattering, to study the shear disruption processes of Rayleigh clusters and examine the effective mean ﬁeld approximation
used in microrheological models. In a ﬁrst section, a rheo-acoustical model, in the Rayleigh scattering regime, is proposed to
describe the shear stress dependence of the low frequency scattered power in relation to structural parameters. The fractal
scattering regime characterizing the anisotropic scattering from ﬂocs of size larger than the ultrasound wavelength is further
discussed. In the second section, we report ﬂow-dependent changes in the low-frequency scattering coefﬁcient in a plane-plane
ﬂow geometry to analyze the shear disruption processes of hardened or deformable red cell aggregates in neutral dextran
polymer solution. Rheo-acoustical experiments are examined on the basis of the rheo-acoustical model and the effective
medium approximation. The ability of ultrasound scattering technique to determine the critical disaggregation shear stress and
to give quantitative information on particle surface adhesive energy is analyzed. Lastly, the shear-thinning behavior of weakly
aggregated hardened or deformable red cells is described.
INTRODUCTION
There is growing interest in the use of ultrasound scattering
as a basis for nondestructive evaluation of media that consist
of a homogeneous isotropic continuous phase in which small
particles are randomly dispersed. The continuous phase may
be liquid, with liquid or solid particles such as those found in
food products, paints, lubricants, or biological systems.
Signiﬁcant progress has been made in recent years and was
the subject of important practical interest for technological
applications in many industrial ﬁelds, especially in bio-
medical areas (Greenleaf and Chandra, 1992; Greenleaf,
1996). Basic or applied research has been devoted to gaining
fundamental knowledge of ultrasound-tissue interactions and
quantitative tissue characterization (Greenleaf and Chandra,
1992). Much attention has been given to a better un-
derstanding of ultrasonic scattering processes in soft bi-
ological tissues and applying scattering methods to tissue
characterization (Shung and Thieme, 1993; Greenleaf,
1996). However, ultrasonic wave propagation in soft tissues
like liver, heart, kidney, or blood remains complex and
involves several factors such as the acoustic impedance,
compressibility, and density of the scatterer and the
surrounding medium, as well as the space distribution and
length scale of the scattering inhomogeneities (Greenleaf and
Chandra, 1992; Shung and Thieme, 1993; Greenleaf, 1996).
The ultrasound scattering technique provides a way to
investigate the rheological properties of suspensions and
especially to characterize red cell aggregation processes and
the structure of aggregates because the ﬂocs are usually
much smaller than the ultrasound wavelength, and Rayleigh
scattering theory can be used. In the Rayleigh scattering
regime, the low-frequency scattered power from a single
aggregate scales as the square of the cluster volume
(Rayleigh, 1945). However, both the internal structure of
porous clusters and coherence effects may affect scattering
from suspensions (Twersky, 1962, 1978, 1987; Mo and
Cobbold, 1993). Over the last two decades, numerous
theoretical models of ultrasound scattering from blood have
been proposed and most have stemmed from research in
either arterial disease assessment or hematology (Mo and
Cobbold, 1993). The general goal in the former is to use
Doppler ultrasound to evaluate the severity of arterial ste-
noses, which usually entails spectral analysis of the back-
scattered Doppler signal from the artery (Mo and Cobbold,
1993). In hematology, the main objectives are to control
blood ﬂow and evaluate the importance of red cell aggrega-
tion (Hanss and Boynard, 1979; Boynard and Lelievre, 1990;
Cloutier and Qin, 1997). Most recent contributions focused
on understanding the relationship between the ultrasonic
scattered power and the particle volume fraction under
different ﬂow conditions (Lucas and Twersky, 1987; Shung
et al., 1992). Little attention has been paid to the ultrasound
scattering from a dense distribution of clusters, and most
experimental work is still empirical (Lucas and Twersky,
1987; Yuan and Shung, 1988; Shung et al., 1992) because
multiple hydrodynamic interactions in highly concentrated
systems affect both ﬂoc size and ultrasonic scattered power.
Moreover, the non-Newtonian behavior of weakly
aggregated suspensions results from the rupture of clusters
when the shear stress is increased. Over the last 40 years,
structural microrheological models involving an effective
volume fraction and a shear-dependent structure parameter
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have been developed (Krieger, 1972; Quemada, 1978, 1998,
1999). Several authors have introduced the concept of fractal
aggregation (Kolb and Jullien, 1984; Jullien and Botet,
1987). Mean ﬁeld theories of growth and rupture of fractal
clusters show a power law dependence of the viscosity on the
shear rate (Mills, 1985; Sonntag and Russel, 1987; Mills and
Snabre, 1988; Patel and Russel, 1988; Potanin and Uriev,
1991; Wessel and Ball, 1992; Potanin et al., 1995; Wolthers
et al., 1996; Snabre and Mills, 1996) and usually consider the
effective medium approximation that states that interacting
clusters behave like isolate aggregates in a ﬂuid whose
viscosity is equal to the shear viscosity of the suspension.
Computer simulations further suggest that the shear stress
dependence of the equilibrium radius of clusters in a shear
ﬁeld is governed by a scaling power law (Potanin, 1993).
However, little is known about the exact form of this scaling
law that depends on the reversibility of cluster deformation
under the action of external stresses.
In this article, the dynamics of reversible fractal clusters in
dense suspensions was investigated by ultrasound scattering
to analyze the shear break-up processes of fractal aggregates
in dense suspensions, and further examine the effective mean
ﬁeld approximation used in microrheological models. For
this purpose, we consider non-Brownian particles or
aggregates smaller than the ultrasound wavelength, with
acoustic properties close to those of the surrounding liquid,
so that the attenuation of the coherent incident wave could be
assumed to remain negligible, and multiple scattering could
be ignored. On the basis of these assumptions, the hydro-
dynamic effects predominate over Brownian motion, and the
Rayleigh scattering theory can then be used to estimate the
single scattered incoherent intensity from a dilute random
suspension. In highly packed systems, particles or clusters
can no longer be considered as independent, and the correla-
tion effects inﬂuence the ultrasonic scattered power because
of wavelet interference in a dense distribution of scatterers
(Twersky, 1962). The scattered power can be considered
as the result of imperfect wave destruction, combined with
either a packing factor (Twersky, 1987) or with the variance
in the local scatterer concentration (Angelson, 1980; Mo and
Cobbold, 1992).
The ﬁrst section of this work mainly concerns ultrasound
scattering from a dense suspension of fractal aggregates
smaller than the ultrasound wavelength. On the basis of the
hybrid approach, a ﬁrst-order expression of the ultrasound
scattering cross-sectional area per unit of volume for a dense
distribution of Rayleigh clusters was derived from the
concept of variance in local particle concentration. The
fractal scattering regime for ﬂocs larger than the ultrasound
wavelength is further discussed. On the basis of the mean
ﬁeld approach proposed by one of the authors of this article
(Snabre and Mills, 1996) for the equilibrium size of
reversible ﬂocs in concentrated suspensions, we propose
a rheo-acoustical model in the Rayleigh scattering regime to
describe the shear stress dependence of the low-frequency
backscattered power per unit of volume. This model only in-
volves physical parameters such as particle adhesive energy
and cluster deformability.
In the second section, ﬂow-dependent changes in the low-
frequency scattered power in concentrated suspensions were
carried out in aplane-planeﬂowgeometry device for hardened
or deformable red cell aggregates in neutral dextran polymer
solution. The effects of the particle volume fraction, particle
deformability, and shear rate dependence on the ultrasound
scattering power from a dense suspension of red cell clusters
were investigated. The results of the rheo-acoustical experi-
ments were examined within the framework of the effective
medium approximation, and the ability of ultrasound
scattering to give quantitative information on particle
adhesiveness is further analyzed. Lastly, from the disaggre-
gation shear stresses of the ﬂowing suspension determined
from rheo-acoustical experiments and from the microrheo-
logical model based on the fractal approach (Snabre and
Mills, 1996), we describe the shear-thinning behavior of
weakly aggregated, hardened, or deformable red cells.
ULTRASOUND SCATTERING THEORY
In this section, we consider weakly scattering particles or
aggregates with acoustic properties close to those of the
surrounding medium, and of size smaller than the ultrasound
wavelength l, which enables us to apply the Rayleigh
ultrasound scattering theory. Consequently, the attenuation
of the incident ultrasound wave due to viscous losses
remains negligible, and the ultrasound scattering process
mainly arises from the different modes of vibration (radial
pulsations, or back and forth oscillations) in relation to either
the compressibility or the density mismatches of the
mechanical properties of continuous and particle phases
(Rayleigh, 1945). Theoretical models of ultrasound scatter-
ing are based either on the continuum approach (Angelson,
1980; Mo and Cobbold, 1992) or the particle approach
(Twersky, 1987; Mo and Cobbold, 1993; Bascom and
Cobbold, 1995). The fundamental difference between these
two approaches lies in the manner in which the random
medium is modeled. In each case, the linearized wave
equation solved by the Green’s function approach led to an
integral expression of the scattered waves in terms of density
and compressibility changes. The continuum approach
indeed recognizes that particles separated by less than l/2
cannot be resolved by the transducer, and that the suspension
can therefore be modeled as a continuum medium in which
local ﬂuctuations in density and compressibility give rise to
the scattered waves (Angelson, 1980). In contrast, the
particle approach tracks the position of every particle in the
insoniﬁed region and sums the wavelets scattered from
individual particles (Mo and Cobbold, 1993; Bascom and
Cobbold, 1995). Recently, Mo and Cobbold (1992) in-
troduced a new hybrid approach that sums the wavelets from
elemental volumes or voxels  l=2p in size, i.e., small
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enough for the incident wave to arrive with the same phase
at every particle located within it. In the low-frequency
scattering regime (Rayleigh scattering), the hybrid approach
predicts that nearly isotropic scattered power scales as the
variance of the particle number in a voxel. In contrast, for
clusters larger than a voxel, isotropic Rayleigh scattering is
no longer valid, and the scattered power becomes strongly
anisotropic because of the angle-dependent destructive
interference (Snabre et al., 2000).
Random distribution of weak
uncorrelated scatterers
For a random distribution of uncorrelated particles in space,
in the single scattering regime, each particle scatters the
incident wave unaffected by the presence of other particles.
The incoherent scattered intensity from a weakly scattering
suspension is given by the algebraic addition of the intensity
scattered by individual particles (Twersky, 1962, 1978,
1987). The low-frequency scattering coefﬁcient xðk; sÞ;
deﬁned as the power scattered per unit solid angle from a unit
volume, and for an incident plane wave of unit amplitude,
then scales as the inverse of the scattering mean free path l
xðk; sÞ  1
l
with l ¼ 1
nsðk; sÞ; (1)
where n is the average number of scatterers per unit of
volume, and sðk; sÞ is the differential scattering cross-
sectional area of a weak scatterer with a volume V and an
arbitrary shape that is given by the Green’s function
approach (Rayleigh, 1872)
sðk;sÞ ¼p2n4V2ðkoroÞ23
kpko
ko
 !
1
rpro
rp
 !
k;s
ks
" #2
;
(2)
where k and s are, respectively, the incident and scattered
wave number vectors, n is the ultrasound frequency, kp; ko;
and rp; ro are the compressibilities and densities of the
scatterers and suspending medium, and co ¼ 2pn=k ¼
ðkoroÞ
1=2
is the phase velocity in the suspending medium.
In the Rayleigh scattering regime, the scattered power is pro-
portional to the square of the particle volume and further
scales as the fourth power of the ultrasound frequency n.
For human red cells suspended in saline solutions, the fourth-
order frequency dependence was well conﬁrmed (Shung et al.,
1976).
Random distribution of weak correlated scatterers
Departure from independent scattering occurs in densely
packed systems where the scatterers can no longer be treated
as independent, because the proximity effects in highly
concentrated suspensions, and hence the correlation effects,
lower the ultrasonic scattered power, on account of the
destructive interference of the wavelets arising from a dense
distribution of scatterers (Twersky, 1962; Yuan and Shung,
1988).
In the Rayleigh scattering regime, coherent addition of the
scattered waves leads to the ultrasound scattering coefﬁcient
xðk; sÞ; deﬁned from the scattering mean free path l as
xðk; sÞ ¼ 1
l
with l ¼ 1
nsðk; sÞWðk; sÞ; (3)
whereWðk; sÞ is the packing factor derived from the Percus-
Yevick pair correlation, which accounts for dependent
scattering in dense systems (Twersky, 1978, 1987). How-
ever, the packing factor viewpoint involves complex
statistical mechanics and provides unclear physical insight.
In fact, the packing factor derived from the Percus-Yevick
approximation only involves the particle volume fraction
with no dependence upon the ﬂow conditions, and remains
empirical (Mo and Cobbold, 1993).
One may thus consider the concept of variance in local
particle volume fraction derived from the hybrid approach
(Mo and Cobbold, 1992) that sums the wavelets from
elemental voxels  l=2p in size small enough for the
incident wave to arrive with the same phase at every particle
located within it. The scattered power can be split into one
part that arises from a crystalline phase that gives no net
contribution because of destructive wave interference, and
another part representing contributions from independent
ﬂuctuations in the particle number v within elemental voxels
with a volume DV and size  l=2p: The low-frequency
scattered power from a dense suspension therefore scales as
the variance varðvÞ ¼ v2  v2 of the particle number v,
averaged over the insoniﬁed region (Mo and Cobbold, 1992,
1993). Thus,
xðk; sÞ ¼ 1
l
with l ¼ 1
nsðk; sÞðvarðvÞ=vÞ; (4)
and n ¼ v=DV:
Alternatively, the space average variance
varðvÞ ¼ vWðfÞ ¼ DVfWðfÞ=V of particles in a voxel
can be deﬁned as a function of the packing factor WðfÞ that
uniﬁes Eqs. 3 and 4.
Reversible fractal clusters
Within the framework of fractal aggregation and for
a homogeneous ﬂocculation process, ultrasonic scattering
from a Rayleigh cluster is coherent, and the scattering cross-
sectional area saðk; sÞ of a cluster of arbitrary shape is
proportional to the square of the particle number N in the
fractal cluster
saðk; sÞ ¼ N2sðk; sÞ for kaN1=D  1; (5)
where D is the fractal dimension of aggregates.
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According to the hybrid approach model for correlated
Rayleigh aggregates, the directional scattering coefﬁcient
xaðk; sÞ from a dense distribution of Rayleigh clusters is
therefore given by
xaðk; sÞ 
1
la
with la  1
nasaðk; sÞðvaraðvÞ=vÞ
; (6)
where varaðvÞ is the average variance of the particle number
v in a voxel, na ¼ n=N; the average number of clusters per
unit volume, and N; the mean particle number in a fractal
cluster.
Cluster growth increases the variance in particle number,
because each voxel can gain or lose a large number of
elementary particles. At a ﬁrst approximation, the variance
varaðvÞ increases linearly with the volume fraction fa of the
aggregates, and can be reasonably approximated by the
scaling relationship:
varaðvÞ ¼ fa
f
varðvÞ for N  ðkaÞD: (7)
Substituting for the average variance in Eqs. 5 and 6 then
gives:
xa 
1
la
with la ¼ 1
naN
2ðfa=fÞsðk; sÞðvarðvÞ=vÞ
: (8)
We further deﬁne the normalized ultrasonic scattering
coefﬁcient xr ¼ xaðk; sÞ=xðk; sÞ  l=la: Using Eqs. 3 and 8,
the dimensionless ultrasonic scattering coefﬁcient xr in the
Rayleigh regime then becomes
xrðk; sÞ ¼
xaðk; sÞ
xðk; sÞ 
l
la
¼ na
n
fa
f
N2 ¼ N
2
N
fa
f
; (9)
where fa=f ¼ ðnaVaÞ=ðnVÞ ¼ Va=ðNVÞ and Va is the
average volume of the clusters. For a weak standard
deviation of the cluster size distribution (N2  N2), the
ultrasonic scattering power is nearly isotropic in the Rayleigh
regime, and scales as the average volume Va of clusters
xr 
Va
V
 R
a
 3
for N  ðkaÞD; (10)
where R is the mean radius of the aggregates.
Far ﬁeld coherence effects determine the cluster volume
dependence of the scattering coefﬁcient xr that would scale
as ðna=nÞðsa=sÞ  N  RD when neglecting the variance
term in Eqs. 4 and 6. One can indeed expect the fractal
dimension of clusters not to affect the dimensionless
ultrasonic scattering coefﬁcient xr because the transducer
cannot resolve the internal structure of aggregates smaller
than voxels. Consequently, the dimensionless ultrasonic
scattering coefﬁcient xr can be interpreted as an aggregation
index in the Rayleigh scattering regime ðkR  1Þ:
Fractal scattering regime
For clusters larger than a voxel (kR 1), the hybrid
approach is no longer valid, and ultrasound scattering
becomes strongly anisotropic because of angle-dependent
destructive interferences. When considering the scattering
wave number q¼ sk, the choice of a scattering angle u sets
a length scale 1=q ¼ ½2k sinðu=2Þ1 under which scattering
remains coherent (Lin et al., 1990). Therefore, one may
decompose a cluster into smaller subunits of size 1/q with an
average number Nb  ðq aÞD of elementary particles. One
subunit coherently scatters a power scaling as N2b : By
contrast, the scattered waves from different subunits add
incoherently, and the differential scattering cross-sectional
area saðk; sÞ of an arbitrary shape cluster scales as the
average number N=Nb of subunits in the aggregates. Thus,
saðk; sÞ  N
Nb
N
2
b sðk; sÞ  N2 Qðq RÞsðk; sÞ; (11)
where QðqRÞ  Nb=N  ðqRÞD is commonly referred as
the structure factor in coherent optics (Lin et al., 1990) and
describes the spatial correlations between particles in fractal
structures. The fourth-order frequency law characterizing the
Rayleigh scattering regime no longer applies for clusters
larger than a voxel (sa  a6 RD lD4). The crossover from
the small-q scattering regime to the fractal scattering regime
is much broader, and a more accurate expression of the
structure factor QðqRÞ was proposed by Fisher and Burford
(1967).
In the case of large clusters (q R 1), the directional
scattering cross section xaðk; sÞ ¼ na saðk; sÞ per unit
volume mainly depends on the scattering angle u and the
fractal dimension D of the clusters, and
xaðk; sÞ 
f
V
ðq aÞDsðk; sÞ: (12)
In the fractal scattering regime (k R 1), the dimension-
less ultrasonic scattering coefﬁcient xr ¼ xa=x  ðqaÞD=
WðfÞ is insensitive to cluster size and can no longer
characterize the extent of particle aggregation.
REVERSIBLE FRACTAL CLUSTERS IN A
SHEAR FLOW
Equilibrium size of ﬂocs
Above a critical yield stress, the shear thinning behavior of
weakly aggregated suspensions results from the rupture of
the spanning network and ﬁnite clusters when the shear
stress is increased (Potanin and Uriev, 1991; Wessel and
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Ball, 1992; Snabre and Mills, 1996). Reversible clusters can
grow in a shear ﬁeld until they reach a maximum stable size
R corresponding to a dynamic equilibrium between the
formation and shear break-up of the aggregates. As shown by
experimental investigations (Sonntag and Russel, 1987;
Torres et al., 1991) and computer simulations (Potanin,
1993) the shear stress dependence of the equilibrium radius
RðtÞ of an isolated fractal cluster obeys the power law
RðtÞ
a
 t

t
 m
with 1=3#m# 1=2; (13)
where the critical shear stress t  G=a for cluster break-up
is related to the surface adhesive energy G(adhesive energy
per unit contact area) and to the characteristic radius a
of elementary particles. The break-up criterion
R3ðtÞ  CK a2=t (Potanin, 1993) involves an unknown
fragility parameter C and the spring constant K of the bonds
between the particles. The fragility of the bonds depends on
the reversibility of cluster deformation under the action of
external stresses. Soft and rigid clusters represent the
extremes of possible aggregate behavior (Snabre and Mills,
1996). Rigid clusters are more likely broken into secondary
aggregates of approximately equal parts (‘‘large-scale
fragmentation’’) because elastic deformations are trans-
mitted over the whole structure (Snabre and Mills, 1996). On
the other hand, soft structures are irreversibly deformed by
external stresses and splits of individual particles and small
clusters one-by-one until the cluster reaches a stable size
(‘‘surface erosion’’) (Snabre and Mills, 1996).
One may consider in the following, a mean ﬁeld theory
proposed by one of the authors of this article (Snabre and
Mills, 1996) giving a scaling law similar to the phenome-
nological Eq. 13, with m ¼ 1=3 for rigid clusters and
m ¼ 1=2 for deformable aggregates, in agreement with
experimental investigations (Torres et al., 1991; Sonntag and
Russel, 1987) and computer simulations (Potanin, 1993).
Rheo-acoustical model
In this section, we propose a rheo-acoustical model to
describe the shear stress dependence of the ultrasound cross-
sectional area per unit of volume, in relation to the physical
parameters of particle adhesiveness and cluster deformabil-
ity. When both the cluster volume dependence of the
volumetric scattering power and the break-up criterion are
taken into account, the ultrasound backscattered coefﬁcient
xrðtÞ from a dense suspension of reversible aggregates, in
the Rayleigh scattering regime ðkR  1Þ obeys the follow-
ing power law
xrðtÞ ¼
RðtÞ
a
 3
 11 t

t
 3m
with 1=3# m# 1=2; (14)
and t  G=a;
where particle adhesiveness and cluster deformability,
respectively, determine the critical shear stress tfor cluster
break-up and the exponent m. Neither the particle volume
fraction within the aggregates nor the fractal dimensionality
affect the size of Rayleigh clusters or the scattering behavior.
In contrast, the internal structure of the aggregates and the
amount of ﬂuid trapped within them determine both the
suspension viscosity and the average shear stress t
experienced by interacting clusters (Snabre and Mills, 1996).
RHEO-ACOUSTICAL EXPERIMENTS
We explored the effects of particle volume fraction and shear
rate dependence on the low-frequency scattering power from
a dense suspension of hardened or deformable red cell
aggregates and further examined the self-consistent ﬁeld
approximation used in the microrheological model proposed
by one of the authors (Snabre and Mills, 1996). Rheo-
acoustical experiments were carried out in a plane-plane ﬂow
geometry device. An 8-MHz piezoelectric transducer was
used to emit acoustic bursts and detect the backscattered
waves from red cell clusters. Red cells of mean radius  2:8
mm (mean volume V ¼ 87 mm3) can be considered as weak
Rayleigh scatterers when probed with an 8-MHz ultrasound
wave of wavelength  200 mm, because of the likeness of
the acoustic properties (i.e., the density and compressibility)
of red cells and of saline solution (Shung et al., 1976).
Considering the acoustical properties of the erythrocytes
such as density rp  1092 kg/m3 and compressibility
kp  34:13 1011 m2/N and those of the physiological
saline solution (ro  1005 kg/m3, ko  44:33 1011 m2/N),
the Rayleigh formula (Eq. 2) predicts a backscattering cross-
sectional area sðk; kÞ  63 1014 cm2 for a single red
cell in saline solution.
Properties of red cell aggregates
Normal red cells or erythrocytes are biconcave disks of 8-mm
mean diameter and 2-mm thickness when suspended in an
isotonic phosphate buffered saline solution (PBS) (osmolar-
ity 300 mOsmol; ionic strength 150 mM; and pH ¼ 7.4).
Blood was obtained from healthy human donors and used on
the day of withdrawal. After centrifugation and removal of
the plasma and white cell-platelet layer, red blood cells were
washed twice in PBS (10 min at 3000 rpm).
Cross-linking of the skeleton proteins in a glutaraldehyde
solution produces hardened red cells. The glutaraldehyde
treatment does not affect red cell electrophoretic mobility
and thus hardly alters the outer surface of the cell (Snabre
et al., 1985). Glutaraldehyde-ﬁxed red cells were prepared
by suspending 1 vol of washed cells in 10 vol of 2%
glutaraldehyde saline solution for 60 min at room temper-
ature. Hardened red cells were then washed twice in PBS.
Lastly, normal or hardened red cells were suspended in
dextran saline solutions (ionic strength, 150 mM).
2326 Haider et al.
Biophysical Journal 87(4) 2322–2334
Above a molecular weight of ;4 3 104 dalton, dextran
polymer induces reversible aggregation of human red cells
(Snabre et al., 1985; Chien and Jan, 1975). The extent of red
cell aggregation increases with dextran molecular weight and
polymer concentration, but the suspension stability is
recovered at high dextran concentrations u. 3 5 g%:
Reversible red cell ﬂocculation is usually attributed to
macromolecular bridging between cell surfaces (Chien and
Jan, 1975). However, the nature of red cell interaction in
polymer solution remains controversial up to now. There is
indeed good evidence that in dextran solutions red cell
aggregation results from polymer depletion, as at high
polymer concentrations, the disaggregation stage arises from
the penetration of chains within the cell surface coat (Snabre,
1988; Neu and Meiselman, 2002).
The fractal dimension of two-dimensional normal or
hardened red cell aggregates was determined by one of the
authors (Snabre and Mills, 1996) from the visualization
under microscope of clusters between two glass plates after
previous dispersion of the suspension. The particle number
dependence of the cluster size yielded the fractal dimensions
D ¼ 1.59 6 0.03 and D ¼ 1.56 6 0.04, respectively, for
normal and hardened red cells, respectively, in 3 g% dextran
80-PBS (Snabre and Mills, 1996) in good agreement with the
predictions of the Reaction Limited Aggregation model (D
1.55 for d ¼ 2) representative of reversible ﬂocculation.
Ultrasonic experimental setup
For the ultrasonic experimental device, we used an Altuglas
(Altulor, Paris, France) cylinder (diameter 94 mm) divided
into two compartments by an Altuglas plate perpendicular to
the vertical axis of a plane-plane ﬂow device (Fig. 1). The
ﬂow ﬁeld was generated in the upper compartment between
the stationary plate and an upper rotating Altuglas plane disk
driven by a stepper motor. In the lower compartment, which
was ﬁlled with water to ensure good ultrasonic coupling,
a transmitter receiver circular transducer (Vermon, Tours,
France) (incident beam diameter d  5mm) was driven by
a pulse function generator that emits electrical sinusoidal
pulses at a frequency of 8 MHz (resonant frequency of the
transducer) and a repetition rate of 200 Hz. The piezoelectric
nonfocused transducer connected to the Altuglas plate by an
acoustic window emits short ultrasonic bursts (pulsewidth
dt ¼ 0:4ms) in the direction perpendicular to the plane-plane
ﬂow device. The pulsewidth is short enough to enable the
scattering from the suspension to be separated from the
specular reﬂections of the plates (axial resolution
dz ¼ dt cs=2  0:3mm where cs  1570m=s is the sound
velocity in the suspension). The distance z 41 mm from the
piezoelectric ceramic to the insoniﬁed volume between the
plates was chosen so as to be in the far ﬁeld of the transducer
(the transition point from the near ﬁeld zone to the far ﬁeld
zone is located at the distance zo  d2=4l  32mm). The
far ﬁeld pattern of the transducer has a 5-wide central lobe
so that the lateral resolution dx is of the order of 5 mm.
The water temperature in the lower compartment was
maintained at 25C and controlled with 60.5C accuracy.
The average distance r ¼ 30 mm from the axis of the plane-
plane ﬂow device and the angular velocity of the rotating
disk (83105 rds1,v, 80 rds1) determined the average
local shear rate g  rv=h in the insoniﬁed region across the
gap width h (103 s1, g, 103 s1 for h ¼ 2.5 mm). The
echo either reﬂected from the wall surfaces or scattered from
the suspension was detected by the same transducer. The
radio frequency signal delivered by the transducer was ﬁrst
ampliﬁed and ﬁltered before direct sampling using a Tek-
tronix 520 digitizer (Beaverton, OR). The digitized signals
were downloaded onto a microcomputer (Macintosh Centris
650, Cupertino, CA) where gating and power calculations
are performed. Time gating of the digitized signal provides
a way of measuring the RMS powers Pr and Ps of the echo
corresponding either to specular reﬂections at wall/suspen-
sion interfaces (considered as a reference acoustic reﬂector)
or to scattering from a speciﬁed volume between the plates.
The backscattering coefﬁcient xðk; kÞ is derived from the
relation (Sigelmann and Reid, 1973; Hanss and Boynard,
1979)
xðk; kÞ ¼ rwcw  rscs
rwcw1 rscs
 2
z
2
Adz
Ps
Pr
; (15)
where rw and rs are, respectively, the densities of the
Altuglas wall and the suspension, cw and cs the sound
velocities in the same two previous media, z the distance
between the front face of the transducer and the insoniﬁed
region, A the cross-sectional area of the ultrasound beam, and
dz ¼ dt cs=2 the axial resolution of the transducer.
The shear viscosity of the suspensions was measured at
25C in a couette viscometer (RCHAIX-MCCA, Paris,
France) and calculated with 63% accuracy from the steady-
FIGURE 1 Schematic representation of the ultrasonic technique to
investigate the ultrasound backscattering from a ﬂocculated red cell
suspension in a plane-plane ﬂow device.
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state torque reading. Before each measurement, the sample
was sheared at a high shear rate, to avoid both sedimentation
and memory effects due to shear-induced restructuration
processes.
Shear break-up of hardened or deformable red
cell aggregates
We measured the ultrasonic backscattered power from
normal red cells suspended in dextran 70-PBS solution for
shear rates in the range of 0:1 s1, g, 50 s1: The
suspension was ﬁrst dispersed in an intense ﬂow
(g ¼ 128 s1Þ before the relevant shear rate g was imposed
at time t ¼ 0 (Fig. 2). Particle ﬂocculation resulted in an
increase in the ultrasound backscattered power, which
reached a stationary level after ;2 min. The ﬂow was
quickly stopped to suppress any orientation of deformable
particles and anisotropy of the suspension microstructure.
After the ﬂow had stopped, the ultrasonic backscattering
coefﬁcient xa was representative of the dynamic aggregation
equilibrium for random particle orientation (Fig. 2). No time-
dependent restructuration processes or signiﬁcant memory
effects were observed for hardened red cell aggregates in the
low shear regime (Fig. 2). Aggregated rigid particles only
establish contact points during the adhesion process, and the
low internal variation energy of the suspension associated
with particle aggregation then prevents any shear-induced
restructuration process (Snabre and Mills, 1996). In contrast,
an increased backscattering coefﬁcient and shear-induced
restructuration of the inﬁnite network for deformable red cell
clusters subjected to low shear rates was observed as shown in
Fig. 2. Such a restructuration process preferentially occurs for
strongly aggregated deformable particles (Fig. 3) and mainly
results in memory effects in the rheology of aggregated
suspensions (Snabre and Mills, 1996; Snabre, 1988).
Fig. 4 shows the shear rate dependence of the ultrasonic
backscattering coefﬁcient xaðgÞ upon the particle volume
fraction, for deformable red cells suspended in 3 g% dextran
70-PBS (0:16#f# 0:35). When both the particle volume
fraction and the shear rate g are increased, the steady
ultrasonic backscattering coefﬁcient xaðgÞ decreases be-
cause of the increase in spatial correlation among the
Rayleigh clusters that induces destructive interference of the
far ﬁeld scattered waves and the shear break-up of red cell
clusters into smaller ones. At higher shear rates of
g. 20 s1; clusters are broken up into individual particles
and the ultrasonic backscattering coefﬁcient is close to x 
5 3 105 cm1, which is higher than the predictions
based on the Percus-Yevick approximation (x(k,k) ¼
fs(k,k)W(f)/V  3 3 105 cm1 with V  87 mm3,
s(k,k) 63 1014 cm2 andW(f)¼ (1 f)4/(11 2f)2 )
(Snabre et al., 2000). The variance in the number of particles
in a voxel scales as f W(f) and indeed displays limited
variations over the range 0:16#f# 0:35: Flow disturban-
ces and turbulence effects may increase local ﬂuctuations in
the particle concentration. The deformation orientation of
deformable red cells at higher shear rates further enhances
the ultrasonic backscattering coefﬁcient. However, no shear
dependence was observed below 200 s1 for the ultrasound
scattered power from nonaggregated red cell suspensions, in
agreement with recent reports (Van Der Heiden et al., 1995).
Now, we consider the dimensionless backscattering
coefﬁcient xr ¼ xa=x for hardened red cell suspensions
(Fig. 5 a) or deformable red cell suspensions (Fig. 5 b), and
FIGURE 3 Ultrasonic backscattering coefﬁcient xa versus shear rate for
deformable red cells in 3 g% dextran 70-PBS (s), 3 g% dextran 170-PBS
(¤), and 3 g% dextran 500-PBS (n). Particle volume fraction f ¼ 0:30:
FIGURE 2 Time dependence of ultrasonic backscattering coefﬁcient xðtÞ
for normal (s) and hardened (d) red blood cells in 3 g% dextran 70-PBS
from the ﬂow setting (g ¼ 0.6 s1 for t . 0) and the establishment of
a dynamical equilibrium to ﬂow stoppage (f¼ 0.15, T¼ 25C, and I¼ 150
mM). The suspension was previously dispersed in an intense ﬂow (g ¼ 128
s1 for t , 0) before imposing the relevant shear rate g ¼ 0.6 s1.
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deﬁne the critical shear rate gc in term of the extrapolated
intercept (Snabre and Mills, 1996; Snabre, et al., 1987,
2000). Under well-deﬁned shear rate conditions, particle
crowding or rigidity increases the viscosity of the suspension
and improves the dissociation efﬁciency of the ﬂow,
resulting in a lower normalized backscattering coefﬁcient
xr: Raising the particle volume fraction therefore shifts the
critical shear rate gcðfÞ for cell disaggregation toward lower
values (Table 1 or 2).
We further report the dimensionless backscattering co-
efﬁcient xr against the shear stress t ¼ maðgÞg for both
hardened and normal red cells suspended in dextran saline
solution to account for the microrheological conditions
around the clusters whatever the particle volume fraction or
cell deformability (Fig. 6, a and b). In accordance with the
self-consistent ﬁeld model (Snabre and Mills, 1996; Snabre
et al., 1987, 2000), the dimensionless backscattering co-
efﬁcient xr versus the shear stress t ¼ maðgÞg displays no
signiﬁcant dependence on particle volume fraction or cell
deformability, because the local shear stress determines the
equilibrium size of interacting ﬂocs in a dense suspension.
The master curves xrðtÞ (Fig. 6, a and b) thus well establish
the validity of the effective medium approximation used in
the microrheological models (Snabre andMills, 1996; Snabre
et al., 1987) and further indicate that coherence effects among
scatterers only involve the average particle volume fraction,
because the transducer cannot resolve the structure of ag-
gregates smaller than a voxel (Snabre et al., 2000).
The experimental critical disaggregation shear stress for
rigid red cells tc  0:45N=m2 (Fig. 6 a) or deformable red
cells tc  0:47N=m2 (Fig. 6 b), deﬁned in terms of the
extrapolated intercept for near complete cell dispersion, is
representative of cell adhesiveness and reﬂects the mechan-
ical force required to disrupt adhesive bonds between two
particles. According to the Derjaguin theory, the critical
force Fc  tca2 required to break a doublet scales as Ga
(G is the surface adhesive energy). Taking a  4 mm;
we therefore derive a surface adhesive energy
G  ta  1:83 106 N=m; in good agreement with earlier
estimations based either on rheo-optical experiments
(G  23 106 N=m for red cells in 2 g% dextran 80) (Snabre
andMills, 1996; Snabre et al., 1987) or the equilibrium shape
of deformable red cell doublets (Skalak et al., 1981).
Glutaraldehyde treatment of red cells causes irreversible
alterations of the endoface membrane proteins and reduces
membrane deformability without signiﬁcantly changing the
surface adhesive energy (Snabre and Mills, 1996).
Deformable and rigid red cell clusters thus obey the same
breaking-up behavior, in a simple shear ﬂow, and can be
FIGURE 5 Dimensionless ultrasonic backscattering coefﬁcient xr versus
shear rate g for hardened (a) or deformable (b) red cells in 3 g% dextran
70-PBS. Particle volume fraction (a) f ¼ 0:15 (h), f ¼ 0:25 (d),
and f ¼ 0:30 (n), (b) f ¼ 0:16 (d), f ¼ 0:20 (h), f ¼ 0:30 (s), and
f ¼ 0:35 (¤),
TABLE 1 Experimental values of disaggregation shear rate gc;
relative shear viscosity mrðgcÞ; and critical disaggregation
shear stress tc5mrðgcÞmogc for hardened red cells suspended in
3 g% dextran 70-PBS (liquid viscosity mo51:82mPa3s)
f gc (s
1) mrðgcÞ tc (N/m2)
0.15 12.9 1.92 0.45
0.25 7.3 3.4 0.452
0.30 5 4.93 0.449
FIGURE 4 Ultrasonic backscattering coefﬁcient xa versus shear rate g for
deformable red cells in 3 g% dextran 70-PBS. Particle volume fraction
f ¼ 0:16 (d), f ¼ 0:20 (h), f ¼ 0:30 (s), and f ¼ 0:35 (¤).
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considered as soft clusters undergoing irreversible deforma-
tion under the action of external shear stresses, because of
weak bonding energy between particles. In the case of
hardened red cells, clusters likely remain soft, because the
biconcave shape of erythrocytes allowed the particles to roll
at their contact point. For soft aggregates (m ¼ 1=2) of
fractal dimension D ¼ 2; the dimensionless backscattering
coefﬁcient xrðtÞ may be estimated from Eq. 14:
xrðtÞ ¼
RðtÞ
t
 3
 11 t

t
 3=2
: (16)
For the critical shear stresses t ¼ 0:25 N/m2 (Fig. 7 a) or
t ¼ 0:28 N/m2 (Fig. 7 b), the above relation well describes
the shear stress dependence of the dimensionless backscat-
tering coefﬁcient xrðtÞ in the Rayleigh scattering regime. For
normal or rigid red cells in dextran 70-PBS, particle
ﬂocculation occurs above the critical dextran concentration
u  1:5 g% (Fig. 8). As dextran is added, the critical
disaggregation shear stress tc rises and then decreases for
polymer concentrations higher than 4 g% (Fig. 8). The
disaggregation behavior at high dextran polymer concen-
trations u. 6g% is very sensitive to the structure of the
outer polymeric coat (or glycocalyx) of biological mem-
branes (Othmane et al., 1990).
Note, however, that this rheo-acoustical model is only
valid as long as the clusters remain smaller than the voxels.
FIGURE 7 Dimensionless ultrasonic backscattering coefﬁcient xr versus
shear stress t for hardened (a) or deformable (b) red cells suspended in 3 g%
dextran 70-PBS. Particle volume fraction (a) f ¼ 0:15 (h), f ¼ 0:25 (d), and
f ¼ 0:3 (n), (b)f ¼ 0:16 (d), f ¼ 0:20 (h), f ¼ 0:30 (s), and f ¼ 0:35
(¤). The solid curves were calculated from Eq. 14 withm ¼ 1=2 and t ¼ 0:25
N/m2 (a) or t ¼ 0:28 N/m2 (b). The rheo-acoustical model predicts a power law
scaling as ðt=tÞ3m with an exponent m ¼ 1=2 for soft clusters.
FIGURE 6 Dimensionless ultrasonic backscattering coefﬁcient xr versus
shear stress t for hardened (a) or deformable (b) red cells suspended in 3 g%
dextran 70-PBS. Particle volume fraction (a) f ¼ 0:15 (h), f ¼ 0:25 (d),
and f ¼ 0:3 (n), (b)f ¼ 0:16 (d), f ¼ 0:20 (h), f ¼ 0:30 (s), and
f ¼ 0:35 (¤).
TABLE 2 Experimental values of disaggregation shear rate gc;
relative shear viscosity mrðgcÞ; and critical disaggregation shear
stress tc5mrðgcÞmogc for deformable red cells suspended in
3 g% dextran 70-PBS (liquid viscosity mo51:82mPa3s)
f gc (s
1) mrðgcÞ tc (N/m2)
0.16 14.5 1.79 0.472
0.20 9.2 2.81 0.470
0.30 5.4 4.84 0.475
0.35 3.3 7.9 0.474
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Here, the maximum value xr  30 of the backscattering
coefﬁcient in the low shear regime corresponds to a mean
cluster diameter of 2ax1=3  25mm: This diameter is close
to the characteristic size l=2p ¼ 30mm of the voxels when
the suspension is probed with 8-MHz ultrasound waves (Fig.
6, a or b). Rayleigh scattering from blood is no longer valid
at low shear rates g, 1 s1; especially for strong red cell
aggregation and high ultrasound frequency (kR ¼ 2pnR=co)
(Yuan and Shung, 1988). The dimensionless scattering co-
efﬁcient accounting for spatial correlations among clusters
scales as xr ¼ xa=x  ðqaÞD=WðfÞ with 1=q ¼
½2k sinðu=2Þ1 (Snabre et al., 2000) and becomes sensitive
to the scattering angle u and fractal dimensionD of structures
ðkR 1Þ and with an ultrasound frequency dependence
xr  n4D (Snabre et al., 2000; Haider et al., 2000). For most
biological media with a long-range structure such as liver,
the frequency dependence of the ultrasound scattered power
obeys the power law xa  nf with f  2 (Dunn et al., 1969;
Javanaud, 1989) indicating a fractal scattering regime and
further giving a fractal dimension D ¼ 4 f  2:
SHEAR VISCOSITY
Hardened red cell aggregates
We now consider the microrheological model using the self-
consistent ﬁeld approximation and introducing a Newtonian
viscosity law mðf;fÞ for hard spheres in purely hydrody-
namic interactions (Mills, 1985; Snabre and Mills, 1996).
Changes in the effective volume fraction or maximum
packing fraction f of the structural units determine the
non-Newtonian behavior of the suspension. In the case of
particle ﬂocculation, fractal structures ﬁll space and reach
a maximum size RˆðfÞ above the gelation threshold fg as
a consequence of cluster interpenetration. The inﬁnite
spanning network displays solid-like viscoelasticity behavior
and roughly consists of a dense collection of fractal
subclusters or ‘‘blobs’’ of size RˆðfÞ  aðf=fÞ1=D3 packed
with a volume fraction f (Snabre and Mills, 1996). The
shear break-up of these blobs determines the yield shear stress
to through the rupture criterion (Eq. 13) and the condition
RðtoÞ ¼ RˆðfÞ (Snabre and Mills, 1996) so that:
to  t ðf=fÞ
1
D3  1
 1m
forf.fg: (17)
For a fractal dimension D. 2; clusters may be considered
as impermeable, with strong hydrodynamic screening inside
the aggregates. The shear viscosity maðfa;fÞ of a weakly
aggregated suspension then follows from the reference
rheological law mðf;fÞ for hard spheres, from the effective
volume fraction faðtÞ  fðR=aÞ3D of clusters, and from
the break-up criterion (Eq. 13). The effective medium
approximation t ¼ maðgÞg established from rheo-acoustical
experiments (Snabre et al., 2000) gives a nonlinear expres-
sion of the shear viscosity. For soft clusters (m ¼ 1=2) with
a fractal dimension D ¼ 2 and the reference law
maðfa;fÞ ¼ moð1 fÞ=ð1 f=fÞ2 (Mills, 1985; Snabre
and Mills, 1996), the microrheological model then leads to
a Casson-like behavior (Snabre and Mills, 1996):
ﬃﬃ
t
p ¼ ﬃﬃﬃﬃtop 1 ﬃﬃﬃﬃﬃﬃmgp 1 f
1 f
t

t
 1=2" #1=2
; (18)
with
m ¼ mo
1 f
ð1 f=fÞ2: (19)
Deformable red cell aggregates
In the case of deformable particles, cell orientation in shear
ﬂow and the formation of transient anisotropic structures
with a higher maximum packing volume fraction f enhance
the non-Newtonian behavior. On the basis of the Kelvin-
Voigt model and a linear expansion of the structure
parameter fðgÞ in terms of the shear strain gradient in the
ﬂow’s direction, a self-consistent approach then gives
a nonlinear expression of the shear viscosity as a function
of a Deborah number V ¼ gqo (qo being the characteristic
viscoelastic relaxation time of the structural units) (Snabre
and Mills, 1996). Taking into account the nonlinear
viscoelastic properties of red cell membranes, the shear
viscosity of a dense suspension of deformable red cells is
therefore given by Snabre and Mills (1996)
mðf;gÞ ¼ moð1fÞ
1 f
f

o
11
mðf;gÞ
mo
bðmi=moÞ1ðqogÞ1=2
11ðqogÞ1=2
 !1" #2;
(20)
FIGURE 8 Critical disaggregation shear stresses tc determined by ultra-
sound scattering versus dextran 70 concentration for rigid (n, f ¼ 0:25) or
deformable red cells (d, f ¼ 0:30).
Ultrasound Scattering and RBC Rheology 2331
Biophysical Journal 87(4) 2322–2334
where fo is the maximum packing fraction around the zero
shear rate limit, mi; the viscosity of the intracellular ﬂuid
(mi ¼ 6 cP) and b, a constant. The variable ðqogÞ1=2 arises
from the speciﬁc viscoelastic nature of the red cell
membrane, and appears in a phenomenological law often
used to describe blood rheology (Quemada, 1978).
We determined the shear viscosity ma of hardened and
deformable red cells suspended in 3 g% dextran 70-PBS
when the particle volume fraction was varied
0:16#f# 0:35: The suspension was previously dispersed
by shearing at 128 s1and then allowed to relax for 5 min.
Steady-state shear experiments were performed by increas-
ing the shear rate step-by-step and waiting for steady state
before the measurements.
For soft clusters (m ¼ 1=2) with a fractal dimension
D ¼ 2; Eqs. 18–20 describe the shear rate dependence of the
relative viscosity for hardened red cell aggregates (Fig. 9,
top) or deformable red cell aggregates (Fig. 9, bottom) fairly
well. Aggregation phenomena dominate the rheological
behavior in the low shear regime. By increasing the shear
rate, clusters are progressively broken up and the relative
shear viscosity decreases, because a lower ﬂuid volume
fraction is trapped inside the clusters. At high shear rates,
deformable red cells become oriented and aligned in the ﬂow,
and the relative viscosity is then governed by the viscoelastic
properties of the particles (Fig. 9, bottom). Critical
disaggregation shear stresses t; determined from rheo-
ultrasonic and viscometry experiments, differ by a factor of
10 because particle ﬂocculation dominates the rheological
behavior in the low shear regime, and the shear viscosity is
not very sensitive to the presence of small aggregates. No
hysteresis phenomena arising from a shear-induced restruc-
turation process were observed in the low shear regime for
hardened red cell clusters (Fig. 9, top). Such a shear-induced
restructuration process or the formation of a marginal layer
free of particles near the viscometer walls may affect the
rheology of red cell suspensions (Snabre and Mills, 1996;
Snabre et al., 2000). As a restructuration process requires
a signiﬁcant increase in the internal energy of the aggregates
and a large adhesive area between adjacent cell membranes
(Snabre and Mills, 1996), cell deformability and adhesive-
ness strongly favor shear-induced restructuration of clusters,
and contraction of the spanning network in the low shear
regime (Snabre and Mills, 1996; Snabre, 1988). At low shear
rates, the simultaneous appearance of a particle-free region
near the viscometer walls therefore results in a decrease of the
suspension viscosity (Snabre andMills, 1996; Snabre, 1988).
However, for moderate deformable red cell adhesiveness,
shear-induced restructuration of clusters and the formation
of a marginal layer by contraction of the spanning network
remain negligible at low shear rates (Snabre and Mills, 1996;
Snabre, 1988). Low shear viscosity measurements are only
very sensitive to both the rheological history of the suspension
and viscometer geometry only for a strong deformable red
cells aggregation (Snabre and Mills, 1996; Snabre, 1988).
CONCLUSION
In this work, a rheo-acoustical study was proposed to analyze
the shear break-up processes of deformable or hardened red
cell aggregates under well-deﬁned hydrodynamic condi-
tions. In addition the effective mean ﬁeld approximation
used in the microrheological models was examined on the
basis of a fractal approach. The ultrasound scattering power
from a dense distribution of reversible Rayleigh fractal
clusters was found to be nearly isotropic. Far ﬁeld coherence
effects determine the cluster volume dependence of the
scattering coefﬁcient, without any dependence on the
particle volume fraction or fractal dimension of the ag-
gregates, because the ultrasonic wave cannot resolve the
internal structure of aggregates smaller than a voxel  l=2p
in size. The rheo-acoustical model for cluster break-up well
FIGURE 9 Shear rate dependence of the relative viscosity
mrðf;gÞ ¼ maðf;gÞ=mofor hardened (top) or deformable (bottom) red
cells suspended in 3 g% dextran 70-PBS. Particle volume fraction
(top) f ¼ 0:15 (h), f ¼ 0:25 (d), and f ¼ 0:3 (n); (bottom) f ¼ 0:16
(d), f ¼ 0:20 (h), f ¼ 0:30 (s), and f ¼ 0:35 (¤). The solid curves were
calculated from Eqs. 18–20, with an exponent m ¼ 1=2; D ¼ 2; b ¼ 0:3;
qo ¼ 5:102 s;mi ¼ 6 cP;mo ¼ 1:82mPa3 s; and t ¼ 0:025N/m2 (top) or
t ¼ 0:028 N/m2 (bottom). The critical disaggregation shear stresses tc were
determined from the rheo-acoustical method andfoðfÞwas derived from the
low shear viscosity mðf;g  0Þ of nonaggregated red cells.
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describes results of the ultrasonic experiments. The ﬂow-
dependent changes in the ultrasound scattered power from
red cell clusters clearly establish the effective medium
approximation used in the microrheological models. The
shear stress dependence of the scattering cross-sectional area
per unit of volume indicates that deformable or hardened red
cell aggregates can be considered as soft clusters (m ¼ 1=2)
with a fractal dimension D  2; and that they undergo
irreversible deformation under the action of external stresses
in relation with reversible ﬂocculation.
Furthermore, the ultrasound scattering technique was
found: i), suitable for determining the critical disaggregation
shear stress of red cell suspensions; ii), representative of
particle surface adhesive energy; and iii), to have the
important advantage of being sensitive to cluster volume
only, whatever the particle deformability and internal
structure of the clusters. The critical disaggregation shear
stress indeed exhibited no dependence upon membrane
deformability after glutaraldehyde treatment of red cells.
From the microrheological models based on a fractal
approach and on measurements of disaggregation shear
stresses, the shear thinning behavior of hardened or deform-
able red cell clusters is fairly well described in the low shear
regime, because at low shear rates cell adhesiveness is weak
and shear-induced restructuration processes are negligible.
Note, however, that the proposed rheo-acoustical model is
no longer valid for clusters larger than a voxel, and ultra-
sound scattering becomes strongly anisotropic because of
angle-dependent destructive interferences. In the fractal
scattering regime, the dimensionless ultrasonic scattering
coefﬁcient involves the fractal dimension of the clusters and
can no longer characterize the extent of particle aggregation.
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